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Abstract 

When  high  concentrations  (si  00  mg/L)  of  Pb  and  Or  (IV)  ore  present  together 
in  soiution,  PbCr04  precipitates,  resuiting  in  iosses  of  these  two  metois. 
Moderate  acidification  with  1-2%  HNO3  does  not  prevent  precipitation  ioss. 
Caution  is  necessary  when  preparing  standard  solutions  or  handling  acidic 
extracts  of  environmental  samples  containing  high  levels  of  Pb  and  Cr,  since 
undetected  formation  of  metal  chromates  will  result  in  low  recoveries  of  these 
metals. 


For  conversion  of  SI  metric  units  to  U.S./Brttlsh  customory  units  of  measurement 
consult  ASTM  Standard  E380,  Metric  Practice  Gutcis,  published  by  the  American 
Sociely  for  Testing  and  Materials,  1916  Race  St.,  Philodelphia,  Pa.  19103. 


This  report  is  printed  on  paper  that  contains  a  minimum  of  50%  recycled 
material. 
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INTRODUCTION 

The  most  common  techniques  in  use  today  for 
the  determination  of  trace  levels  of  pollutant  met¬ 
als  in  environmental  samples  are  atomic  absorp¬ 
tion  and  atomic  emission.  Analytical  interferences 
can  be  either  instrumental  or  chemical.  M2my  of 
the  chemical  interferences  have  been  overcome  by 
veuying  instrumental  peirameters,  adding  matrix 
modifiers  or  using  optimal  sample  atomization 
techniques.  However,  chemical  interferences  caus¬ 
ing  elemental  losses  can  also  occur  before  ancdy- 
sis — e.g.,  incomplete  sample  dissolution  or  vola¬ 
tilization  of  compounds  during  sample  treatment. 
Other  than  potential  loss  of  Pb  halides  or  the 
formation  of  sparingly  soluble  PbS04,  we  found 
no  mention  in  the  literature  of  solution  losses  or 
even  the  compatibility  of  Pb  and  Cr  when  mixed 
meted  standards  from  certified  reference  stock  so¬ 
lutions  are  prepared. 

Commercially,  Cr  isavailable  in  1000  ppm  (mg/ 
L)  certified  reference  stock  solutions  as  K2Cr207 or 
[NH4]2Cr207  in  water.  When  introduced  as  the 
dichromate  salt,  the  following  species  are  present 
if  the  solution  is  aqueous  or  acidified  with  either 
HCIO4  or  HNO3  :  Cr04  2-,  HCr04-,  Cr2C>7  2-  and 
H2Cr04  (Cotton  and  Wilkinson  1988).  If  HCl  is 
used  for  acidification,  then  the  chlorochromate 
anion  (CrOaCh)  is  the  dominant  species  (Cotton 
and  Wilkinson  1988).  Thus,  unlike  many  metals, 
chromiiun  (VI)  exists  as  anionic  species  in  solution 
and,  if  present  as  chromate  ion  (Cr042),  can  cause 
losses  of  some  heavy  metal  cations  (i.e.,  Ba2+,  Pb2+ 
and  Ag+)  by  precipitation  of  insoluble  chromates 
(Cotton  and  Wilkinson  1988).  The  absence  of  cau¬ 


tion  regarding  such  losses  in  common  solution 
chemistry  references  (Katz  and  Jenniss  1983,Slavm 
1984,  Sulcek  and  Povondra  1989)  is  especially  sur¬ 
prising  for  Pb,  since  the  classical  method  for  quali¬ 
tative  identification  of  the  presence  of  this  element 
is  by  precipitation  of  PbCr04  (Lyde  1961). 

Recently,  while  doing  quality  assurance  testing 
of  a  metal  extraction  procedvure  for  soils  using 
HNO3  and  a  microwave  oven,  it  was  necessary  to 
mix  analytical  referencestandards  containing  ICXX)- 
mg/L  concentrations  of  both  Cr  and  Pb.  Here,  we 
describe  problems  encoimtered  when  mixing  com¬ 
mercially  available  standards  of  these  two  metals; 
an  amilogous  problem  also  may  exist  in  the  prepa¬ 
ration  of  hazardous  waste  samples. 

EXPERIMENTAL 

The  extraction  procedure  being  evaluated  in 
our  study  uses  a  0.5-g  soil  subsample  and  10  mL  of 
concentrated  HNO3  sealed  in  a  120-mL  Teflon 
vessel  (Hewitt  and  Reynolds  1990).  Dissolution  is 
effected  by  heating  in  a  microwave  oven  to  tem¬ 
peratures  approaching  IZO^C  for  approximately 
13  minutes.  Mixed  metal  standards  for  spiking 
were  prepared  from  1000-mg/L  certified  refer¬ 
ence  standards  purchased  from  Fisher  Scientific. 
As  received,  all  of  the  reference  standards  other 
than  Cr  were  acidified  to  2  or  5%  with  HNO3.  The 
chromiiun  standard  was  prepared  by  dissolution 
of  potassium  dichromate  in  water.  Aliquots  of  As, 
Cd,  Cr,  Cu,  Pb  and  Zn  were  combined  and  taken  to 
KX)  mL  with  Type  1  water  (Milli  Q)  to  produce  a 
concentrated  standard  spiking  solution  of  pH  0.4 


Table  1.  Metal  concentration  (|J.g/L)  determined  in  the  diluted  (1:400)  mixed  metal  spiking 
solution. 


As 

Cd 

Cu 

Cr 

Pb 

Exjsected 

80.0 

4.00 

400 

400 

500 

Measured 

84.5 

3.81 

412 

319 

46.1 

Percent  recovered 

106 

95.2 

103 

79.8 

9.22 

containing  200  mg  of  Pb/L  and  160  mg  of  Cr/L, 
from  which  a  series  of  dilutions  was  subsequently 
made,  as  described  in  detail  elsewhere 
(USATHAMA  1990).  Concentrations  of  As,  Cd, 
Cr,  Cu  and  Pb  in  soil  extracts  and  spiked  quality 
assurance  samples  were  determined  by  Graphite 
Furnace  Atomic  Absorption  Spectrometry 
(GFAAS)  using  a  Perkin-EImer  Model  5100PC 
Zeeman  atomic  absorption  spectrometer. 

RESULTS  AND  DISCUSSION 

Prior  to  the  quality  control  spike  and  recovery 
test,  we  anjilyzed  the  stock  spiking  solution  to 
verify  that  the  metal  concentrations  were  as  ex¬ 
pect^  (Table  1).  On  the  basis  of  the  procedure  to 
be  used  for  the  spike  recovery  test,  a  0.25-mL 
aliquot  was  removed  from  the  mixed  metal  stock 
solution  and  diluted  to  100  mL  in  a  10%  HNO3 
solution  (1:400 dilution).  The  concentrations  of  As, 
Cd  and  Cu  were  within  ±6%  of  their  expected 
values,  but  the  recoveries  both  Pb  emd  Cr  were  low 
at  9.2  and  80%,  respectively,  of  the  expected  con¬ 
centrations.  Since  Pb  and  Cr  were  lost  in  equimo¬ 
lar  quantities,  the  low  values  were  attributed  to 
precipitation  of  PbCr04. 

We  conducted  two  experiments  to  determine 
the  uppjer  concentration  limits  of  Pb  and  Cr  in 
typical  mixed  metal  reference  stock  solutions,  and 
to  assess  the  effect  of  acidity  on  their  loss  from 


solution.  In  the  first  experiment  Pb  and  Cr  were 
mixed  in  2%  HNOs  in  the  following  concentra¬ 
tions  (mg/D— 2.0/1.6, 10/8,  20/16  and  100/80. 
These  solutions  sat  overnight  prior  to  dilution 
(1:400)  and  determination  of  Pb  (Table  2). ,  con¬ 
centrations  of  20  mg/L  and  below,  quantitative 
recoveries  of  Pb  were  obtained.  At  the  100  mg/L 
level,  however,  only  23%  of  the  Pb  was  recovered. 

In  the  second  experiment  the  Pb  and  Cr  concen¬ 
trations  were  held  constant  and  the  addity  was 
varied.  Thoroughly  mixed  solutions  containing 
200  mg/L  of  Pb  and  Cr  were  prepared  in  1 .0, 2.6, 
5.0, 7.6  and  10%  HNO3.  Aliquots  were  withdrawn 
without  further  solution  agitation  after  1, 2, 3, 4, 6, 
8, 10  and  14  days,  diluted  (1:400)  and  analyzed  by 
GFAAS. 

Figure  1  shows  the  percentage  of  the  original 
200  mg  of  Pb/L  remaining  in  solution  over  a  2- 
week  period.  Overall,  the  Wgher  the  add  concen¬ 
tration,  the  higher  the  initial  (1-day)  and  final  (14- 
day)  Pb  concentrations.  Lead  predpitated  as  the 
chromate  almost  immediately  from  both  the  1.0 
and  2.6%  add  solutions,  while  PbCr04  formation 
took  hours  and  days  for  the  5.0  and  7.5%  acid 
solutions  respectively.  No  predpitate  was  observ'ed 
in  the  10%  add  solution  and  Pb  levels  remained  at 
the  original  200  mg/L  for  the  duration  of  the 
experiment  (14  days),  probably  because  of  in¬ 
creased  solubility  of  PbCr04  at  this  addity.  Unlike 
the  10%  acid  solution,  the  Pb  concentration  in  all  of 
the  other  add  solutions  was  not  constant  with 


Table  2.  Recoveries  of  mixed  metal  stock  standards  (mg/L)  acidified  with 
2%  HNO3, 


Pb/Cr  concentration  2.0/1.6  10/8  20/16  100/80 

Measured  Pb  2.01  10.5  20.4  23.0 

Percent  recovered  100  105  102  23 


2 


120 


c 

o 


a. 


c 

a> 


u 


CD 

a. 


0  4  8  12  16 

Time  (days) 


Figure  1 .  Percent  ofPb  (original  concentration  200mg/L)  versus  time  in  solutions 
of  various  acidity. 


time.  In  7.6%  add,  the  Pb  concentration  was  still 
200mg/L  after  1  day,  then  gradually  decreased  to 
about  54%  (108  mg/L)  of  this  value  after  14  days. 
In  5.0%  add,  the  Pb  concentration  was  120  mg/L 
after  1  day,  decreased  to  about  48  mg/L  aifter  4-6 
days,  and  thereafter  remained  stable.  The  2.6% 
add  solution  had  a  Pb  concentration  of  16  mg/L 
after  1  day,  then  decreased  slightly  and  stabilized 
at  12  mg/L  after  3  days.  The  1  %  acid  solution  had 
a  2.9-mg/L  Pb  concentration  on  day  1,  then  de¬ 
creased  and  stabilized  at  2.0  mg/L  thereafter. 

The  above  observations  show  that  the  final 
concentrations  of  Pb  and  Cr  in  concentrated  solu¬ 
tions  are  controlled  by  not  only  addity  and  solu¬ 
bility  but  by  kinetics  as  well.  For  solutions  contain¬ 
ing  200  mg/L  of  Pb  and  Cr,  acidification  with 
HNO3  in  the  range  of  2-8%  leads  to  kinetically 
slow  (on  the  order  of  days)  predpitation  of  these 
metals.  The  slow  rate  of  predpitation  is  possibly 
caused  by  the  low  Cr04  2-  concentrations  present 
in  addic  solution,  or  the  slow  dissodation  rate  of 
H2Cr04  or  HCr04-,  or  both,  to  the  chromate  ion. 

Addity  affects  the  chromium  (Cr04  2-)  concen¬ 
tration,  which  in  turn  cc  ntrols  the  Pb  concentra¬ 
tion.  The  equilibria  and  ionization  constants  (Lange 


and  Forker  1 966)  involved  can  be  shown  as  follows 
(for  simplidty  we  assume  activities  are  unity) 

H2Cr04  +  HCr04'  (1) 

[H2Cr04] 

HCr04'-H-H+  +  C1O4  2-  (2) 

K2  =  =  32  X  10~^ 

[HC1O4-] 

Pb  2++  CrQj  2"  -H.  PbCrOa  (3) 

Ksp=[Pb  ^][Cr042*]  =  1.77  X 10-^“ 


The  first  two  equations  can  be  combined  to  give 
expressions  for  the  fraction  (a)  of  each  chromium 
species  that  is  present  in  solution  at  any  given  pH. 

aH,oc.= _ M _  (4) 

[H-?  +  Ki[h1  +  K,K2 
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Figure  2.  Fraction  of  chromium  species  versus  pH. 


“HCr04"  “ 


Ki[H^] 

[Hi%Ki[H^]  +  Ki  K2 


K1K2 

[h12_^Ki[h1^KiK2 


(5) 

(6) 


Since  the  acid  dissociation  constants  do  not 
change,  the  only  controlling  variable  is  pH.  From 
the  pH  and  eq  4-6,  we  calculated  the  fraction  of 
each  chromium  species  present.  A  plot  (Fig.  2)  of 
this  fraction  vs  pH  shows  that  below  pH  0.7  the 
predominant  species  is  H2Cr04,  between  pH  0.7 
and  6.5  HCr04“  predominates,  and  above  pH  6.5 
Cr042“  is  the  major  species.  The  pHs  of  acidified 


Table  3.  Acid  concentrations  and  pHs  of  solutions 
used  to  study  the  effect  of  acidity  upon  Pb  losses. 

Acid  concentration  [H*] 


(%) 

pH 

(mgIL) 

1.0 

0.80 

0.16 

2.6 

0.39 

0.41 

5.0 

0.097 

0.79 

7.6 

-0.079 

1.2 

10.0 

-0.20 

1.6 

solutions  used  in  this  study  (Table  3)  were  all  less 
than  0.8,  so  that  the  predominant  chromium  spe¬ 
cies  in  solution  was  H2Cr04. 

The  equilibrium  concentration  of  each  chro¬ 
mium  species  can  be  found  by  multiplying  the 
total  initial  chromium  concentration  by  the  frac¬ 
tion  of  that  particular  species  present  at  a  given 
acidity.  For  example,  the  concentration  of  chro¬ 
mate  ion  is 

[Cr04  2-]  =  [Cr  Total]  acK342-  •  (7) 

Since  aci042-  is  given  by  eq  6  and  Cr  Total  is  200 
mg/L,  solving  for  the  chromate  ion  concentration 
in  1%  (0.16  m/L)  acid,  we  have 

[Cr042-]  =  (2(X)mg/L)  (8) 

_ (0.18)  (3.2x  10~^) _ 

(0.16)2  ^  (0.18)  (0.16)  +  (0.18)  (3.2x10-2) 

[Cr042-]  = 

2.1  X 10^  mg/L  or  2.1  x  IO-2  g/L  .  (9) 

Knowing  the  €1042-  concentration,  we  can  calcu¬ 
late  the  Pb2+  concentration  from  the  solubility 
product 
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[Pb  2+]  [Cr04  2-]  =  1.77  X  10"^'*  mol  -fL  ^  (10) 

[pb2+j- 1-77x10"^'*  mol^A^^  (11) 

1.8xlO-^mol/L 

=  9.8xlO'^mol/L 

[Pb2+]  =  2.0mg/L.  (12) 

Thus,  in  the  1  %  (pH  0.8)  acid  solution,  the  theoreti¬ 
cal  equilibrium  Pb  concentration  is  2.0  mg/L,  in 
excellent  agreement  with  the  observed  concentra¬ 
tion  (2.0  mg/L).  Theoretical  equilibrium  Pb  con¬ 
centrations  for  other  acidities  were  calculated  simi- 


Figure  3.  Theoretical  and  measured  Pb  concentrations 
versus  acidity  for  solutions  containing  Pband  HzCrOi. 


larly  and  are  plotted  along  with  measured  Pb 
concentrations  versus  solution  acidity  in  Figure  3. 
Experimental  Pb  concentrations  are  1 .3  to  1 .9  times 
greater  than  those  calculated  based  upon  H2Cr04 
dissociation  and  PbCr04  solubility.  This  differ¬ 
ence  is  probably  due  to  the  greater  solubility  (Kjp) 
of  PbCr04  in  acidic  than  in  neutral  solution.  This 
contention  is  supported  by  the  difference  between 
the  experimental  and  the  theoretical  Pb  concentra¬ 
tions  increasing  with  increasing  acidity  for  the 
four  most  acidic  solutions. 

Our  experiments  only  begin  to  show  the  com¬ 
plex  equilibria  that  occur  with  chromium  (VI)  in 
solution,  and  further  study  is  warranted  of  the 
kinetic  effects  of  acidity,  analyte  concentrations 
above  200  mg/L,  oxidation  state  of  chromium  in 
environmental  samples  and  the  precipitation  of 
other  potentially  labile  cations.  The  primary  pur¬ 
pose  of  this  report  is  to  identify  the  problem  for 
those  researchers  doing  spike  and  recovery  stud¬ 
ies  with  mixed  metal  standards  containing  both  Cr 
and  Pb.  However,  similar  precipitation  losses  are 
also  likely  during  digestion  of  environmental 
samples.  Particular  attention  should  be  paid  to  the 
dissolution  and  analysis  of  leaded  paints,  since 
PbCr04  is  a  common  pigment.  If  high  levels  of  Cr 
are  present,  HNO3  extracts  of  soils  from  hazard¬ 
ous  waste  sites  would  show  low  recoveries  of 
highly  toxic  Pb,  resulting  in  undue  complacency 
and  possible  inadequate  remedial  action. 


SUMMARY 

Mixed  metal  solutions  of  Pb  and  Cr  (originally 
as  dichromate),  in  the  100-mg/L  concentration 
range,  form  a  precipitate  of  PbCr04,  resulting  in  low 
recoveries  of  these  two  metals.  Acidification  with 
10%  HNO3  will  prevent  precipitation  at  this  con¬ 
centration,  as  will  a  2%  HNO3  acidification  when 
the  metal  concentration  is  at  least  an  order  of 
magnitude  less  (10  mg/L).  Sample  treatment  with 
Cr  and  Pb  at  the  100-mg/L  level  for  recovery  tests 
requires  either  the  separate  addition  of  Cr  to  the 
test  matrix  or  the  presence  of  high  concentrations 
(about  10%,  v/ v)  of  acid  in  the  mixed  metal  stan¬ 
dard. 
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